
Procedure for aligning the whole body scanning device: 
  

  
Place four layers of masking tape as shown, 

aligned with the top of the track. 
Slide the whole body device along the track 
pushing down on the back (orange arrow) to 
avoid catching the tape.  Adjust the lever as 

shown (align the side of the lever with the slot). 
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We can see from the scout view (top) and reconstruction that the tube is slightly too far to 
the left but none, if any, of the tube is out of the field of view.  The tube should be in the 
field of view for most of its length using the procedure described above. 



With dismantling the device and repositioning, the scout views show similar alignment. 
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